
Publisher’s version  /   Version de l'éditeur: 

Analytical and Bioanalytical Chemistry, 2016-11-09

READ THESE TERMS AND CONDITIONS CAREFULLY BEFORE USING THIS WEBSITE. 

https://nrc-publications.canada.ca/eng/copyright

Vous avez des questions? Nous pouvons vous aider. Pour communiquer directement avec un auteur, consultez la 

première page de la revue dans laquelle son article a été publié afin de trouver ses coordonnées. Si vous n’arrivez 

pas à les repérer, communiquez avec nous à PublicationsArchive-ArchivesPublications@nrc-cnrc.gc.ca.

Questions? Contact the NRC Publications Archive team at 

PublicationsArchive-ArchivesPublications@nrc-cnrc.gc.ca. If you wish to email the authors directly, please see the 

first page of the publication for their contact information. 

NRC Publications Archive

Archives des publications du CNRC

This publication could be one of several versions: author’s original, accepted manuscript or the publisher’s version. / 

La version de cette publication peut être l’une des suivantes : la version prépublication de l’auteur, la version 

acceptée du manuscrit ou la version de l’éditeur.

For the publisher’s version, please access the DOI link below./ Pour consulter la version de l’éditeur, utilisez le lien 

DOI ci-dessous.

https://doi.org/10.1007/s00216-016-0004-0

Access and use of this website and the material on it  are subject to the Terms and Conditions set forth at

A mussel tissue certified reference material for multiple phycotoxins. 

Part 4: certification
Mccarron, Pearse; Wright, Elliott; Emteborg, Håkan; Quilliam, Michael A.

https://publications-cnrc.canada.ca/fra/droits

L’accès à ce site Web et l’utilisation de son contenu sont assujettis aux conditions présentées dans le site

LISEZ CES CONDITIONS ATTENTIVEMENT AVANT D’UTILISER CE SITE WEB.

NRC Publications Record / Notice d'Archives des publications de CNRC:
https://nrc-publications.canada.ca/eng/view/object/?id=2d72a8c8-d862-4bae-ae12-3ba2bf19d83e

https://publications-cnrc.canada.ca/fra/voir/objet/?id=2d72a8c8-d862-4bae-ae12-3ba2bf19d83e



PAPER IN FOREFRONT

A mussel tissue certified reference material for multiple
phycotoxins. Part 4: certification

Pearse McCarron1
& Elliott Wright1 & Håkan Emteborg2 & Michael A. Quilliam1

Received: 29 August 2016 /Accepted: 4 October 2016
# Her Majesty the Queen in Right of Canada as represented by: National Research Council Canada 2016

Abstract A freeze-dried mussel tissue (Mytilus edulis) refer-

ence material (CRM-FDMT1) was produced containing mul-

tiple groups of shellfish toxins. Homogeneity and stability

testing showed the material to be fit for purpose. The next

phase of work was to assign certified values and uncertainties

to 10 analytes from six different toxin groups. Efforts involved

optimizing extraction procedures for the various toxin groups

and performing measurements using liquid chromatography-

based analytical methods. A key aspect of the work was com-

pensating for matrix effects associated with liquid

chromatography-mass spectrometry through standard addi-

tion, dilution, or matrix-matched calibration. Certified mass

fraction values are reported as mg/kg of CRM-FDMT1 pow-

der as bottled for azaspiracid-1, -2, and -3 (4.10 ± 0.40; 1.13

± 0.10; 0 .96 ± 0.10, respect ively) , okadaic acid ,

dinophysistoxin-1 and -2 (1.59 ± 0.18; 0.68 ± 0.07; 3.57

± 0.33, respectively), yessotoxin (2.49 ± 0.28), pectenotoxin-

2 (0.66 ± 0.06), 13-desmethylspirolide-C (2.70 ± 0.26), and

domoic acid (126 ± 10). Combined uncertainties for the certi-

fied values include contributions from homogeneity, stability,

and characterization experiments. The commutability of

CRM-FDMT1 was assessed by examining the extractability

and matrix effects for the freeze-dried material in comparison

with its equivalent wet tissue homogenate. CRM-FDMT1 is

the first shellfish matrix CRM with certified values for

yessotoxins, pectenotoxins or spirolides, and is the first CRM

certified for multiple toxin groups. CRM-FDMT1 is a valuable

tool for quality assurance of phycotoxin monitoring programs

and for analytical method development and validation.

Keywords CRM-FDMT1 . Azaspiracid . Okadaic acid .

Dinophysistoxin . Pectenotoxin . Yessotoxin . Spirolide .

Domoic acid .Mytilus edulis

Introduction

Liquid chromatography-mass spectrometry (LC-MS) has

proven to be a powerful technique for the analysis of multiple

phycotoxins in a single run and has been implemented in

many shellfish monitoring laboratories worldwide [1–5].

Recently, LC-MS has replaced the rodent bioassay as the of-

ficial reference method for monitoring lipophilic algal toxins

in shellfish [6]. Certified reference materials (CRMs) contain-

ing these toxins in shellfish tissue matrices are required for

development, validation, and quality assurance of extraction

and detection methods [7]. Some matrix CRMs are available

for individual toxin groups such as domoic acid, okadaic acid,

and azaspiracids [8–10]. While these CRMs provide the re-

quired traceability for their certified analytes, matrix materials

for other regulated toxins (e.g. , yessotoxins and

pectenotoxins) remain unavailable. With the increased use of

LC-MS for multi-toxin monitoring, the need for a CRM cer-

tified for multiple groups of toxins has also increased. An

international collaboration to produce a freeze-dried mussel

tissue (Mytilus edulis) CRM (CRM-FDMT1) [11] was initiat-

ed following a series of feasibility studies [7, 11–15]. This
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material contains notable levels of analytes from six major

groups of shellfish toxins, including domoic acid (DA),

a z a s p i r a c i d s (AZAs ) , o k ad a i c a c i d (OA) and

dinophysistoxins (DTXs), pectenotoxins (PTXs), yessotoxins

(YTXs), and spirolides (SPXs). Development of extraction

and LC-MS methods [16] preceded a comprehensive assess-

ment of the homogeneity and stability of CRM-FDMT1 [17].

Homogeneity was found to be excellent across the entire pro-

duction series, while stability studies showed no degradation

at temperatures as high as +18 °C over 1 y.

This paper describes the efforts in assigning certified mass

fraction values and associated uncertainties to a series of

toxins present in CRM-FDMT1 (Table 1). For certification

purposes the toxins were measured using a group-wise ap-

proach, employing optimized LC-MS/MS methods and fully

exhaustive extraction procedures. A variety of measures that

included standard addition, matrix-matched calibration, and

dilution were taken to compensate for matrix effects associat-

ed with LC-MS [16]. Combined uncertainties were assigned

to include contributions from characterization, homogeneity,

and stability. An assessment of the commutability of CRM-

FDMT1 was made in terms of toxin extractability and instru-

mental response characteristics.

Materials and methods

Standards and chemicals

Methanol, acetonitrile, and trifluoroacetic acid (TFA) were

purchased from Caledon (Georgetown, ON, Canada).

Ammonium acetate, sodium hydroxide, hydrochloric acid,

and formic acid were purchased from Fluka (Oakville, ON,

Canada). Ammonium formate (97 %) was purchased from

Sigma-Aldrich (Oakville, ON, Canada). Bakerbond Octyl

(C8) 40 μm prep LC packing was purchased from Krackeler

Scientific, Inc. (Albany, NY, USA). Shellfish toxin CRMs

were obtained from the National Research Council

(NRC, Halifax, NS, Canada; www.nrc.ca/crm). All water

used in these experiments was from a Milli-Q gradient A10

purification system (Millipore Corp., Billerica, MA, USA).

Extraction procedures

CRM-FDMT1 is provided in bottles with a sufficient quantity of

powder for multiple sub-samples. Based on the results of a sub-

sampling study, a minimum sub-sample size of 0.35 g is recom-

mended (reconstituted to 2 g with water) [16]. To ensure repre-

sentative sub-sampling of CRM-FDMT1, bottles were brought

to room temperature and the contents mixed thoroughly by

rolling and inversion before opening. The moisture content of

the material has been previously assessed [11], and certified

values are based on the mass of the freeze-dried powder as

provided in the bottles. Portions (0.35 g or 0.7 g) were measured

into 50 mL centrifuge tubes, recording weights on an analytical

balance, before reconstitution by adding water (1.65 mL or

3.3 mL, respectively) and vortex mixing for 30 s followed by

sonication for 60 s. Specific details of extraction conditions for

the different toxin groups are provided (Table 2), while the gen-

eral procedures are described below. Existing matrix CRMs for

some of the individual toxin groups (CRM-ASP-Mus-d; CRM-

DSP-Mus-b; CRM-AZA-Mus) were also prepared as part of

these experiments. All extracts were passed through 0.45 μm

regenerated cellulose syringe filters (Millipore Corp, Billerica,

MA, USA) and stored at –20 °C until analysis.

Liquid-solid extraction (LSE)

The appropriate extraction solvent (Table 2) was added to

reconstituted CRM-FDMT1 in 50 mL centrifuge tubes (2 g for

lipophilic toxins, 4 g for DA), vortexed at 2500 rpm for 3 min

(model DVX-2500; VWR Int., Radnor, PA, USA), then centri-

fuged at 3950 × g for 10 min (Sorvall Legend RT+; Thermo

Scientific, Osterode, Germany). The supernatant was transferred

to a volumetric flask (25mL for lipophilic toxins, 50mL for DA)

and the remaining CRM-FDMT1 pellet subjected to three further

extractions steps. Supernatants were combined and made to vol-

ume in the volumetric flask. Toxin recovery was assessed by

extracting the remaining pellet with a final 4.5 mL of solvent,

making to 5 mL volume in a separate volumetric flask and mea-

suring for the presence of residual analyte.

Matrix solid-phase dispersion (MSPD)

MSPD procedures were based on methods developed for shell-

fish toxins [10]. An aliquot (0.5 g) of reconstituted CRM-

FDMT1 was weighed together with 2 g of the Bakerbond C8

stationary phase (Table 2) in a polystyrene weighing boat. This

was then transferred to a glass mortar and ground with a pestle

until homogenous. The mix was loaded into a 7 mL glass solid

phase extraction (SPE) column prepacked with 0.2 g of clean

stationary phase placed between two frits. Packed tubes were

then placed on vacuum manifold for elution with 10 mL of the

appropriate extraction solvent (Table 2) into a volumetric flask.

To assess the method for quantitative recovery, an additional

5 mL of extraction solvent was passed through the extracted

SPE column, made to 5 mL volume in a volumetric flask and

an aliquot filtered before measuring for the presence of residual

analyte.

Instrumental analyses

LC-MS analyses were conducted on an Agilent 1200 LC sys-

tem (Agilent Inc., Palo Alto, CA, USA), equipped with a

binary pump, degasser, column oven, and autosampler, con-

nected to an API4000 QTRAP mass spectrometer equipped

P. McCarron et al.
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with a Turbospray ionization source (Sciex, Concord, ON,

Canada). LC-UV analyses were conducted on an Agilent

1200 LC system was equipped with a model G1315D diode

array detector (set at 242 nm).

Table 1 Information and structures for toxins with certified values in CRM-FDMT1

Mussel tissue CRM for multiple toxins



Table 2 Method conditions, analytical processes, and measured concentrations for levels of ten shellfish toxins certified in CRM-FDMT1

Analyte Extraction methods LC conditions SRM transitions (CE,

DP, source temp)

Quantitative processa Measured

concentrations (mg/

kg)

AZA1 Liquid solid extraction: 4 × 5.5 mL methanol

(100 %), vortex mixing, to 25 mL volume

Matrix solid phase dispersion: 2 g support

phase, methanol (100 %) elution, to 10 mL volume

Luna 2(HST) C18, 2.5 μm 50 × 2 mm

5 mM NH4CH3COO in H2O (A) and 95 %

CH3CN (B), 0.35 mL/min, 25–100 % B

over 5 min, hold 100 % for 5 min, 15 °C

column

842.5→ 672.5 (+)

(70 V, 50 V, 350 °C)

#1: LSE extracts (n = 3)

with standard addition

#2: MSPD extracts (n = 3)

with matrix matched

calibration

#1: 4.06 #2: 4.14

AZA2 856.5→ 672.5 (+)

(70 V, 50 V, 350 °C)

#1: 1.11 #2: 1.16

AZA3 828.5→ 658.5 (+)

(70 V, 50 V, 350 °C)

#1: 0.950 #2: 0.972

OA Liquid solid extraction: 4 × 5.5 mL methanol

(100 %), vortex mixing, to 25 mL volume

Matrix solid phase dispersion: 2 g support phase,

methanol (100 %) elution, to 10 mL volume

Luna 2(HST) C18, 2.5 μm 50 × 2 mm

50 mMHCOOH, 2 mMNH4COOH in H2O

(A) and 95 % CH3CN (B), 0.25 mL/min,

25–100%B over 8 min, hold 100 % B for 4

min, 20 °C column

817.5→ 255.1(–)

(–65 V, –80 V, 375 °C)

#1: LSE extracts (n = 4)

with standard addition

#2: MSPD extracts (n = 4)

with standard addition

#1: 1.58 #2: 1.59

DTX1 803.5→ 255.1(–)

(–70 V, –70 V, 375 °C)

#1: 0.665 #2: 0.695

DTX2 803.5→ 255.1 (–)

(–65 V, –80 V, 375 °C)

#1: 3.58 #2: 3.56

YTX Liquid solid extraction: 4 × 5.5 mL methanol:water

(90:10), vortex mixing, to 25 mL volume

Matrix solid phase dispersion: 2 g support phase, methanol:water

(80:20) elution, to 10 mL volume

Synergi MaxRP C12, 2.5 μm 50 × 2 mm

5 mM NH4CH3COO in H2O (A) and 95 %

CH3CN (B), 0.30 mL/min, 25–100%B

over 5 min, hold 100 % B for 3

min, 20 °C column

1141.6→ 1061.6 (–)

(–55 V, –80 V, 275 °C)

#1: LSE extracts (n = 4)

with standard addition

#2: MSPD extracts (n = 4)

with standard addition

#1: 2.51 #2: 2.46

PTX2 876.5→ 823.5 (+)

(35 V, 60 V, 275 °C)

#1: 0.658 #2: 0.653

13-desMe-

SPX-C

Liquid solid extraction: 4 × 5.5 mL methanol (100 %),

vortex mixing, to 25 mL volume

Matrix solid phase dispersion: 2 g support phase, methanol (100 %)

elution, to 10 mL volume

Synergi MaxRP C12, 2.5 μm 50 × 2 mm

5 mM NH4CH3COO in H2O (A) and 95 %

CH3CN (B), 25–100%B over 5 min,

hold 100 % B for 3 min, 20 °C column

692.5→ 164.1 (+)

(70 V, 90 V, 400 °C)

#1: LSE extracts (n = 4)

with dilution

#2: MSPD extracts with

(n = 4) dilution

#1: 2.71 #2: 2.70

DA and

epiDA

Liquid solid extraction: 4 × 11 mL methanol:water (50:50)

extraction steps, vortex mixing, to 50 mL final volume

Luna C18(2), 3 μm, 150 × 4.6 mm

MS: 0.1 % HCOOH in CH3CN:H2O

(10:90), 1.0 mL/min, 20 °C column

UV: 0.1 % TFA in CH3CN:H2O (10:90),

0.9 mL/min, 35 °C column

312.1→ 266.1 (+)

(15 V, 50 V, 400 °C)

#1: LSE extracts (n = 3) by

LC-MS

#2: LSE extracts (n = 3) by

LC-UV

#1: 125 #2: 127

aAll CRM-FDMT1 extracts and samples spiked for standard addition experiments were injected in triplicate as part of these experiments P.
M
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LC separations of lipophilic toxins were achieved using

gradient elution with either neutral or acidic mobile phases.

Isocratic elution with an acidic mobile phase was used for DA

and epi-DA. Toxins were analyzed by MS using selected re-

action monitoring (SRM) with optimized collision energy

(CE) and declustering potential (DP) settings. Details of in-

strumental conditions for each analyte group are shown in

Table 2.

Compensation for matrix effects in LC-MS

Standard addition Extracts were spiked (20 % v/v) using a

Hamilton Microlab to dispense precise volumes. CRM-

FDMT1 extracts were spiked with either methanol or CRM

stock solutions prepared gravimetrically in methanol ensuring

the same matrix concentration in the samples. The CRM spike

levels were prepared such that the spiked concentrations were

approximately double the concentration of methanol spiked

extracts. Linearity of response for toxins in the CRM-

FDMT1 matrix by LC-MS was demonstrated previously

[16], so a single spike level was used in these standard addi-

tion experiments. Triplicate spikes of bothmethanol and CRM

stocks were made for each sample extract, with three to four

sample extracts prepared by each extraction method.

Matrix-matched calibration Stock solutions were prepared

gravimetrically from calibration solution CRMs, using meth-

anol as diluent. The stock solution was then serially diluted 3-

fold with methanol using the Hamilton Microlab. A six-level

series was spiked into CRM-Zero-Mus extracts (20 % v/v) to

create matrix-matched calibrants with concentrations ranging

from near the method’s limit of quantitation to approximately

twice the toxin concentration in CRM-FDMT1 extracts

(MSPD or LSE), which were diluted by 20 % (v/v) with

methanol to maintain equivalent matrix concentrations to the

calibrants.

Dilution CRM-FDMT1 extracts were diluted with methanol

using the Hamilton Microlab. The range of dilution depended

on the MS response available for each analyte.

For all preparations using the Hamilton Microlab, the

amount collected and dispensed was recorded gravimetrically

to determine volumes accurately.

Base hydrolysis

A base hydrolysis procedure was adapted from previous work

[18]. Aliquots (1 mL) of LSE extracts (n = 3) were hydrolyzed

with 125 μL 2.5 M NaOH for 40 min at 70 °C before neutraliz-

ing with 125 μL 2.5 M HCl. The samples were filtered and

analyzed using the conditions outlined in Table 2 for OA/DTXs.

Commutability

CRM-FDMT1 was compared to samples of the wet tissue

homogenate used to produce the CRM [11]. Samples of this

wet material had been stored at –20 °C. DAwas chosen as a

test analyte. Samples from five bottles of CRM-FDMT1 and

five sub-samples of the wet homogenate were extracted and

measured by LC-UV and LC-MS. The equivalence of instru-

mental response for lipophilic analytes by LC-MS was com-

pared by performing standard additions on extracts of CRM-

FDMT1, the initial wet tissue homogenate, and CRM-Zero-

Mus.

Results and discussion

Certification measurements and uncertainty calculations

Measurements for assigning certified values to reference ma-

terials must be made in such a way that final property values

are traceable to an accurate realization of the unit in which

property values are expressed [19]. To ensure confidence in

assigned values, it is ideal if two ormore independent methods

are used to generate results from which the property value is

assigned. With this approach, each method would use inde-

pendent sources of calibrants and would ideally be verified

with traceable quality control samples (i.e., separate CRMs).

An approach was taken in which key steps of the analytical

process were varied in order to have independent analytical

approaches for assignment of the certified values to CRM-

FDMT1. For extraction, LSE procedures are commonly used

for shellfish toxin determination [2, 5, 20, 21], and recent

work has shown the utility of MSPD in the analysis of these

compounds as well [10]. LC-MS is the only detection and

measurement technique offering sufficient sensitivity and pre-

cision for most of the target analytes in CRM-FDMT1.

Although a multi-toxin LC-MS method was developed earlier

in this project [16] for use in homogeneity and stability testing

[17], the extraction and analysis methods needed to be further

refined for specific toxin groups in order to achieve the level

of extraction efficiency favorable for certification. Toxin-

specific LSE and MSPD procedures were optimized to ex-

haustively extract individual toxin groups in CRM-FDMT1.

Vortex mixing versus shear homogenization, the number of

extraction steps, and solvent composition were evaluated for

the LSEmethod. The elution volume and solvent composition

were tested for the MSPD method. Extraction efficiency was

verified through analysis of analytes in the additional extrac-

tion aliquots.

The accuracy of calibrating with solution CRMs to deter-

mine property values of analytes in natural extracts is an im-

portant consideration, particularly for determinations by MS

with electrospray ionization where matrix effects can cause a

Mussel tissue CRM for multiple toxins



significant bias [22, 23]. Approaches such as standard addi-

tion and matrix-matched calibration were selected to compen-

sate for matrix effects during certification measurements. It

was possible to eliminate matrix effects for some analyte

groups by diluting extracts and using external calibration with

solvent standards [see Electronic Supplementary Material

(ESM)]. Table 2 summarizes the selected analytical ap-

proaches used to assign certified values to the respective toxin

groups present in CRM-FDMT1.

Property values and associated uncertainties were assigned

in accordance with internationally recognized procedures and

guidelines. Raw data were rigorously evaluated by outlier

testing [24] and property values were assigned by taking the

unweighted mean of the two methods’ final results.

Calculation of the overall expanded uncertainty (UCRM) for

each analyte (Eq. 4.1) involved applying a coverage factor

(k = 2) to the standard uncertainty (uCRM):

UCRM ¼ k uCRM ð4:1Þ

where uCRM considers uncertainty contributions from charac-

terization (uchar), homogeneity (uhom), and stability (ults& usts)

by applying the relative uncertainties from these experiments

to the newly assigned property value:

uCRM ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi

u2char þ u2hom þ u2sts þ u2lts

q

ð4:2Þ

Various sources of uncertainty relating to calibration were

considered, including the uncertainty associated with the cal-

ibration solution CRMs used, the uncertainty associated with

calibrant preparations (i.e., dilutions, spiking), as well as un-

certainties from measurements of the calibrant itself. A de-

tailed description of the uncertainty approach applied for

CRM-FDMT1 is provided in the ESM.

Azaspiracids

CRM-Zero-Mus was shown to be an appropriate matrix for

preparation of matrix-matched calibrants for AZAs in CRM-

FDMT1 [16]. This work also demonstrated that extracts

spiked with AZA calibrant CRMs are linear at up to three

times the CRM-FDMT1 concentrations in LSE extracts.

LSE was used with standard addition and MSPD with

matrix-matched calibration to assign values. Good agreement

between data obtained from the two different approaches

(Table 2) provided confidence in the accuracy of the certified

values. The experiments were verified through parallel analy-

sis of CRM-AZA-Mus [10] using the same procedures. Other

experiments, including LSE with matrix matched calibration,

MSPD with standard addition, and both LSE and MSPD with

dilution, were conducted to support the values used for certi-

fication (ESM). The neutral pH mobile phase provided reso-

lution of AZA epimers [25] from the parent peak as

established previously [16] (Fig. 1A). Molar responses of

the 37-epi-AZAs [25] are approximately equivalent to the

parent toxins under the LC-MS conditions used. Epimer peak

areas corresponded to approximately 6.5–7.5 % of total peak

areas for AZA1, -2, and -3. For certification purposes, the

epimer and parent toxin peaks were integrated and combined

to assign the certified values. Certified concentrations are

shown with associated combined uncertainties in Table 3.

Okadaic acid and dinophysistoxins

OA, DTX1, and DTX2 were quantitated by LC-MS (Fig. 1B)

using standard addition for both LSE and MSPD extracts. In

developmental work, it was found that matrix-matched cali-

bration with CRM-Zero-Mus was applicable for OA but less

suitable for DTX2 and DTX1. Given this, OA quantitation by

matrix-matched calibration provided supporting data in excel-

lent agreement with values obtained by standard addition

(ESM), with reduced agreement for DTX2 and DTX1 given

the slight differences in matrix effects. Dilution was assessed

as a method for eliminating matrix effects for OA group toxins

and was found to be unsuitable. The extent of dilution re-

quired to completely eliminate matrix effects was not feasible

considering the MS signal available under the described con-

ditions. Concentrations measured for the OA group toxins in

CRM-FDMT1 are shown in Table 2 for each method.

Assigned certified values and uncertainties are shown in

Table 3.

Yessotoxin and pectenotoxin-2

Improved recovery of YTXs was achieved with a slightly

aqueous extraction medium without significantly impacting

PTX2 recoveries. LSE and MSPD procedures were used for

YTX and PTX2 with 80 % and 90 % methanol as extraction

solvents, respectively (Table 2), Given both analytes could be

adequately extracted with the same procedures and were eas-

ily separated chromatographically [16], they were analyzed

together. Standard addition was carried out for both analytes

on LSE and MSPD extracts. Matrix-matched calibration with

CRM-Zero-Mus was not suitable for either YTX or PTX2,

while the analyte concentrations were not sufficient for com-

plete elimination of matrix effects through dilution. There was

good agreement for YTX and PTX2 concentrations measured

in CRM-FDMT1 for both LSE andMSPD extractionmethods

(Table 2). Assigned certified values and uncertainties are

shown in Table 3.

13-Desmethylspirolide-C

13-desMe-SPX-C elicited a strong response in positive mode

electrospray ionization and with the relatively high level in

CRM-FDMT1, it was possible to eliminate matrix effects

P. McCarron et al.



entirely through dilution. Matrix effects were negligible be-

yond a 10-fold dilution (ESM). Extracts were diluted 15-fold

and quantitated by external single point calibration. Different

calibration solutions were used for LSE and MSPD extracts,

prepared at concentration levels near those of the diluted

extracts. Results were in excellent agreement for LSE and

MSPD extraction methods (Table 2) and the unweightedmean

used to assign a final certified value (Table 3). Standard addi-

tion was not used for quantitation because previous work sug-

gested a nonlinear response for 13-desMe-SPX-C at higher

3 4 5 6 7

m/z > m/z

856.5 > 672.5

842.5 > 658.5

828.5 > 658.5

842.5 > 672.5

AZA3
AZA6

AZA1

AZA2

37-epi-AZA3
* *

* *
37-epi-AZA6

37-epi-AZA2

37-epi-AZA1

6 7 8 9

m/z > m/z

817.5 > 255.1

803.5 > 255.1

DTX2

OA

DTX1

* * *

Time (min)

2 3 4 5 6 7

1141.6 > 1061.6

1157.6 > 1077.6

876.5 > 823.5

45-OH YTX

YTX

PTX2

*
* m/z > m/z

m/z > m/z

Time (min)

3 4 5 6 7

m/z > m/z

692.5 > 164.1

13-desMe-SPX-C

c d

a bFig. 1 LC-MS chromatograms

for lipophilic toxin groups in

CRM-FDMT1 (conditions:

Table 2). Epimer peaks for

AZA-1, -2, and -3 are combined

with the main peaks to assign

certified values. AZA6 is not

certified and later eluting peaks in

AZA3 and AZA6 traces (*) are

degradation products from

thermal sterilization of CRM-

FDMT1 (A). OA and DTX2

isomer peaks (*) are not included

in certified value (B). YTX and

PTX2 analysis in successive

negative and positive ionization

periods. PTX2 isomers (*) are not

part of the certified value. Peak at

6.1 min increases after exposure

to acidic conditions suggesting it

is a spiroketal isomer of PTX2

[30] (C). LC-MS/MS analysis of

13-desMe-SPX-C (D)
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concentration ranges [16]. In addition, it was found that CRM-

Zero-Mus was not a suitable matrix match for spirolide anal-

ysis in CRM-FDMT1.

Domoic and C5’epi-domoic acid

The presence of a strong chromophore in DA facilitated quan-

titative analysis by LC-UV [26, 27]. LC-UVand LC-MS were

used as complimentary methods for certification measure-

ments. CRM-FDMT1 samples were prepared using an ex-

haustive LSE procedure modified from methods developed

in the production of an early CRM for DA [8]. LC-MS and

LC-UV runs (Fig. 2) were calibrated using external standards

prepared from a calibration solution CRM for DA. No signif-

icant matrix effects were observed in LC-MS analyses under

the conditions used. Results for the two methods used were in

a bFig. 2 LC-UV (A) and LC-MS

(B) analysis of DA in CRM-

FDMT1 (conditions: Table 2).

DA isomers in LC-MS trace

indicated with an asterisk (*)

Table 3 Summary of certified

values for CRM-FDMT1 along

with the final expanded

uncertainties. Individual standard

uncertainty components are also

shown

Compound Certified value (mg/kg)a

and expanded uncertaintyb
uchar uhom ustab

DA+C5’-epi-DA 126 ± 10 1.7 0.9 4.4

AZA1 + 37-epi-AZA1 4.10 ± 0.40 0.10 0.05 0.17

AZA2 + 37-epi-AZA2 1.13 ± 0.10 0.03 0.01 0.04

AZA3 + 37-epi-AZA3 0.96 ± 0.10 0.02 0.03 0.04

OA 1.59 ± 0.18 0.04 0.02 0.08

DTX1 0.68 ± 0.07 0.02 0.01 0.03

DTX2 3.57 ± 0.33 0.07 0.05 0.14

YTX 2.49 ± 0.28 0.06 0.10 0.08

PTX2 0.66 ± 0.06 0.01 0.02 0.02

13-desMe-SPX-C 2.70 ± 0.26 0.06 0.10 0.05

aOfficial certified values are only available from the current NRC certificate for CRM-FDMT1.
b Individual uncertainty components combined according to Eq. 4.2 with a coverage factor (k = 2).
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excellent agreement (Table 2) and the certified value was

assigned as the sum of DA and epi-DA from the unweighted

mean results (Table 3).

Noncertified information values

CRM-FDMT1 was prepared from a variety of materials, in-

cluding naturally incurred mussel tissues (Mytilus edulis), cul-

tured phytoplankton biomass, and purified or semi-purified

toxins [11]. In addition to the certified analytes focused on

in this study, CRM-FDMT1 also contains a range of other

toxin analogues from each of the different toxin groups repre-

sented, as has been highlighted in previous work for AZAs

and SPXs in particular [16].

Analysis of the OA group toxins after base hydrolysis re-

vealed the presence of significant quantities of 7-O-acyl es-

ters, particularly for OA and DTX2. Accurate quantitation of

these acyl esters remains a significant challenge because of the

wide range of ester variants, lack of calibration standards for

specific esters, and difficulty in ensuring high-levels of accu-

racy following the base hydrolysis procedure [18]. Therefore,

noncertified information values were assigned to levels of the

OA group acyl-esters measured following the base hydrolysis

procedure (Table 4).

45-Hydroxy-YTX is present in CRM-FDMT1 and was

measured using the same conditions as for YTX (Table 2) with

SRM m/z 1157.6→ 1077.6. It was not possible to assign a

certified value because a calibration solution CRM is not

available for this analyte. An information value of 0.56 mg/kg

was measured based on comparison of peak areas with YTX in

CRM-FDMT1, assuming equivalent extractability and

equimolar MS response.

Commutability

Commutability describes the similarity or equivalence of

analytical response obtained for reference materials to the

response obtained from routine samples [28, 29]. Freeze-

drying and associated processes in the production of

CRM-FDMT1 resulted in a significant transformation of

the matrix. This concession was considered to be accept-

able in order to ensure stability of the toxins over the

CRM’s lifetime.

Commutability for CRM-FDMT1 was determined

through assessment of DA in the reconstituted CRM

matrix and in portions of the initial wet tissue homog-

enate sampled before freeze-drying. Sub-samples taken

at each step of the process indicated greater extraction

recovery for CRM-FDMT1 in the first step of the pro-

cess (Fig. 3). Better recoveries for an extensively proc-

essed freeze-dried material are reasonable considering

that the small particle size of the powder provided

greater surface area to facilitate extraction. However, it

is important to note that although recovery was not

complete after the first step for either the initial wet

tissue or CRM-FDMT1, the overall combined recoveries

Table 4 Concentrations of okadaic acid and dinophysistoxin acyl

esters in CRM-FDMT1

Parent analogue Pre-hydrolysis

(mg/kg)a
Post-hydrolysis

(mg/kg)b
% Esters in

total

OA 1.59 3.91 59

DTX1 0.68 0.85 20

DTX2 3.57 5.41 34

a Assigned values (Table 1).
b Total values (including esters) are not certified.

Fig. 3 Comparison of DA

extractability from CRM-FDMT1

and a wet tissue homogenate.

Shown is the % of total extracted

from each extraction step. Error

bars represent standard deviation

from replicate injections of check

sample (n = 13)
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of the entire extraction process were equivalent for both

materials (>99 % efficiency) (Fig. 3). The ratio of the

mean result for five replicates of CRM-FDMT1 mea-

sured by LC-UV over the mean result for the same

replicates measured by LC-MS was 0.99. The ratio for

the wet tissue samples was 1.01. The mean results for

the separate methods and the variances about these

means were considered using a t-test and an F-test, re-

spectively. For both wet and freeze-dried matrices, the

F-statistic revealed a significant difference in variances

obtained with the two different measurement methods,

which is to be expected given LC-UV is inherently

more precise for DA analysis. The mean results for

LC-UV versus LC-MS were then compared using a t-

test assuming unequal variance for both materials. The

t-statistics showed that there was no significant differ-

ence between the mean results obtained using the two

methods for both materials. Given both materials pro-

duce similar trends of variance when measured by LC-

MS and LC-UV, and the fact that the mean results ob-

tained by LC-UV and LC-MS for both materials were

not significantly different from one another, it was con-

cluded that CRM-FDMT1 is commutable with a wet

tissue equivalent.

Further evidence of the equivalence of CRM-FDMT1 to a

similar wet tissue homogenate was obtained from studies of

matrix effects. Matrix effects were highly comparable be-

tween CRM-FDMT1 and its wet precursor material, indicat-

ing that production processes did not impact this aspect of the

CRM’s commutability.

Traceability

The certified values in CRM-FDMT1 are traceable to the

SI system through the use of NRC’s certified calibration

standards, and by the use of validated measurement pro-

cedures. At all stages in the quantitative analyses, cali-

brated balances were used to measure sample portions,

calibration solution aliquots, and dilutions. Exhaustive ex-

traction procedures were optimized for maximum recov-

ery of analytes. Method accuracy was verified through the

use of other shellfish tissue matrix CRMs when available,

and by spike-recovery testing where possible. As an ex-

ample, the assigned AZA values were obtained using two

independent calibration methods: matrix-matching using

MSPD extracts of CRM-Zero-Mus spiked with NRC cer-

tified calibrants; and standard addition by direct spiking

of the CRM-FDMT1 extract with NRC certif ied

calibrants. A verification of method accuracy for the spik-

ing process was performed by spiking into clean extrac-

tion solvent and quantitating the levels with an external

calibration curve. The concentrations of the NRC certified

calibrants used were assigned using a quantitative NMR

method that was traceable to the SI system through stan-

dards produced by National Metrology Institutes that are

certified for purity (e.g., NIST SRM-350, benzoic acid).

The performance and accuracy of the measurement proce-

dures were also tested using available matrix CRMs such

as CRM-AZA-Mus [10], CRM-DSP-Mus-b [9], and

CRM-ASP-Mus-d.

Conclusions

This paper represents the culmination of a significant

international effort to develop a next generation CRM

for shellfish toxins. This is the first shellfish tissue ma-

trix CRM certified for analytes from multiple lipophilic

toxin groups, and the first matrix CRM available for

yessotoxins, pectenotoxins, and spirolides. Since the

levels of many biotoxins in shellfish for human con-

sumption are regulated, CRM-FDMT1 is well suited

for use in method development and quality assurance

for monitoring programs, particularly where multi-

analyte methods such as LC-MS are being used.

CRM-FDMT1 has been certified for AZA1, -2, -3, OA,

DTX1, -2, YTX, PTX2, 13-desMe-SPX-C, and DA (mg/

kg of powder as bottled). In order to provide the highest

quality value assignments, data were generated by two

complementary analytical approaches and were supported

by additional data from a variety of other experiments

(i.e., homogeneity, stability, extraction, and additional cer-

tification experiments). Uncertainties were estimated fol-

lowing ISO guidelines and are typical of other shellfish

toxin matrix CRMs, with relative expanded uncertainty

values ranging from ~6 to 11 % of the certified

concentrations.

The levels present in CRM-FDMT1 are relevant to the

regulatory levels set forth by agencies such as European

Commission and Health Canada. A certified value for 13-

desMe-SPX-C should facilitate development and valida-

tion of methods for ‘emerging toxins’ such as the cyclic

im ine s . The ce r t i f i ed va lue s , t h e e s t ab l i s hed

commutability, and the presence of additional noncertified

toxins in CRM-FDMT1 make it a valuable tool for the

international analytical science community involved in

shellfish toxin determinations.
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